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IntroductIon
The respiration in the human body induces the movement in lung, liver, pancreas, and other thoracic and abdominal tumors. [1] [2] [3] [4] [5] If this breathing movement is not taken into account during the imaging, artifacts may occur. Distortion of the target volume occurs and this leads to incorrect information of position and volume. [6] [7] [8] [9] [10] [11] [12] [13] [14] [15] [16] [17] [18] The artifacts create difficulties in contouring the boundaries of the tumors, which may lead to failure in detecting the small moving volumes that are potentially cancerous. Addition of the treatment margins to account for the respiratory motion increases the field size and thus increases the volume of normal tissues exposed to high doses.
Several methods have been used in the past to take into account the tumor motion during the imaging or radiotherapy treatment planning. [19] [20] [21] [22] Four-dimensional computed tomography (4DCT) is one of the methods of estimating the tumor motion. In the 4DCT, the moving tumor is imaged, and the synchronized motion of the surrogate marker is tracked by the tracking system. The software sorts out the images of the moving tumor into equally spaced phase bins, and the tumor images in each phase bin are contoured to obtain the tumor volume corresponding to that phase. The individual phase volumes are combined to obtain a volume that encompasses the motion of tumor during the entire respiratory cycle.
The use of 4DCT images for radiotherapy planning requires the knowledge of uncertainty in the tumor's position and volume. For this purpose, a dynamic phantom capable of simulating tumor motion is required. To meet this requirement, a dynamic phantom was designed and developed locally. The design of in-house developed phantom allows dose verification as well. In the past, many research groups [23] [24] [25] [26] have developed the dynamic phantoms and different vendors have made it commercially available (Dynamic Breathing Phantom RS-1500 by Radiology Support Devices Inc., Long Beach, CA, USA; Quasar by Modus Medical Devices Inc., London, Canada; and Dynamic Thorax Phantom by CIRS, Norfolk, VA, USA). However, these commercially available dynamic phantoms have limited options and they are relatively costly. The dynamic phantom reported in this study provides wider range of amplitudes, frequencies, motion patterns along with the option of reproducing an arbitrary/patient-specific breathing pattern, and dose verification capabilities.
This study reports the results of the studies conducted to validate the mechanical and imaging performances of the in-house developed four-dimensional dynamic phantom (FDDP). To validate the mechanical performance of the in-house developed phantom, the accuracy and reproducibility of the motion were studied, and the imaging efficacy of this phantom was evaluated by measuring the length of the target in motion on the coronal section of the maximum intensity projection (MIP) image. The 3D displacements of the phase volumes with the phase of motion and the impact of motion on the target displacement have also been studied.
MaterIals and Methods

Construction details of phantom
The in-house developed phantom is made up of polymethylmethacrylate (PMMA) and resembles the thorax section of the human body. The phantom contains cylindrical cavity where PMMA inserts of different types can be placed [ Figure 1 ]. The first set of PMMA insert contains Delrin ® spherical targets of diameters 1.0, 1.5, and 2.0 cm, whereas the second and third categories of PMMA inserts have provisions of accommodating CC13 small volume ionization chamber [ Figures 2 and 3] and samples of radiochromic film, respectively, for the dosimetric purposes [ Figure 4 ]. The cylindrical PMMA inserts are driven by two independent stepper motors: one for longitudinal motion and other for rotational motion. There is a platform on which the surrogate marker block is placed and the platform is driven in vertical direction by the third motor. The motions of all the motors of the phantom are synchronized and can also be varied independently.
The Real-Time Position Management (RPM) Respiratory Gating System (version 1.7.5, Varian Medical Systems, Palo Alto, CA), whose performance was thoroughly tested as per the standard protocols before putting into the clinical use, was used for tracking the motion of the surrogate marker.
Four-dimensional computed tomography scan
The phantom was set in sinusoidal motion with the following combinations of amplitude and frequency, respectively, (a) 0.5 cm, 0.2 Hz, (b) 1.0 cm, 0.2 Hz, (c) 1.5 cm, 0.2 Hz, (d) 0.5 cm, 0.25 Hz, (e) 1.0 cm, 0.25 Hz, and (f) 1.5 cm, 0.25 Hz, one by one for the spherical targets of diameter 1.0, 1.5, and 2.0 cm. In this experiment, the rotational motion of the phantom was turned off. The Discovery CT 590 RT (General Electric Company, Waukesha, WI) scanner was used for the 4DCT scans of the phantom. The static, free-breathing, and 4DCT scans of the phantom were acquired in the axial cine mode with 1.0 mm slice thickness; the number of images per rotation and the time of gantry rotation were set to 8 and 1.0 s, respectively. As per the standard protocol, the cine duration was kept 1.0 s more than the observed time period, and cine time between the images was set one-tenth of the observed time period.
Phase binning
The images of the moving target were acquired with the above-mentioned settings, and the 4DCT images were transferred to Advantage 4D Workstation (version 9.0, General Electric Company, Waukesha, WI), for phase sorting. The information regarding the moment of data acquisition is present in the DICOM image header which contains the timestamp. The reconstructed images and corresponding RPM data files were read by the software, and a phase was assigned to each image depending on the time of the data acquisition. [27] The acquired images were sorted into the different phase bins, ranging from 0% to 90% in the interval of 10%, and the MIP images were also generated. The static, free-breathing, and phase-binned 4DCT image data sets and MIP images were transferred to the Eclipse (version 13.6, Varian Medical Systems, Palo Alto, CA), treatment planning system (TPS) for contouring the target volumes.
Contouring of images
The static, free-breathing, 4DCT and MIP images were contoured manually by the same medical physicist on the TPS. To avoid intraobserver variation, the window level was set at 
Validation of mechanical and imaging performances of the phantom
To verify the mechanical performance, the phantom was set into the sinusoidal motion with the above-mentioned combinations of amplitudes and frequencies (Section B), one by one. The amplitude and frequency of motion of the surrogate marker were determined from the breathing curve files, generated during the tracking of the surrogate marker by the RPM system, and these values were compared with the respective values set on the FDDP. The parameters of sinusoidal motion (i.e., amplitude and frequency) were measured manually as well (using calibrated ruler and stopwatch).
The reproducibility of motion was verified by observing the motion pattern over the period of 3 months, for the phantom settings under the current study. The observed motion (obtained from RPM-generated breathing curve file) was fitted with equation:
where y 0 , A, x c , and w are offset, amplitude of motion, phase shift, and the period of motion, respectively.
The imaging performance of the 4DCT system (software and phantom) was evaluated as per the Technical Quality Control Guidelines for Computed Tomography Simulators by the Canadian Partnership for Quality Radiotherapy; [28] the length (or amplitude) of the target in motion was measured on coronal MIP images for randomly selected combinations of target size, amplitude, and frequency of motion (a) 1.5 cm, 0.5 cm, 0.2 Hz, (b) 1.5 cm, 1.0 cm, 0.2 Hz, and (c) 2.0 cm, 1.5 cm, 0.25 Hz, respectively, and was compared with the theoretical length (TL). The TL is given by TL = Diameter of target (2r) +2A (2) where r is the radius of the target and A is the amplitude of the motion.
Variation of three-dimensional displacement of phase volume with phase of motion
The intrafractional displacements of the V 10 , V 20 ......, V 90 with respect to V 00 in the anteroposterior (AP), left-right (LR), and superior-inferior (SI) directions were obtained from TPS, and 3D displacement was calculated by the following expression: [29] 3D displacement AP LR SI
The 3D displacement of V 10 , V 20 ......., V 90 with respect to V 00 was plotted against the phase of motion for the targets 1.0, 
Impact of motion on the target displacement
The movement of the target results in the displacement of the center of mass (COM) of V 4D or ITV MIP with respect to V FB . The displacement of COM results in the variation of degree of overlap or similarity between the contoured target volumes. Dice similarity coefficient (DSC) was used to analyze the variation in the degree of overlap due to target displacement. DSC is an index having the value ranging from 0 to 1. The value 0 corresponds to completely nonoverlapping objects and the value 1 indicates that two objects are identical. The DSC is given by the following expression:
where X and Y are the V FB and V 4D or ITV MIP , respectively.
results
Validation of mechanical and imaging performances of the phantom
The motions of the surrogate marker set at FDDP and measured by the RPM system for the combinations of amplitudes and frequencies of (a) 0.5 cm, 0.2 Hz and (b) 1.5 cm, 0.25 Hz are shown in Figure 5a and b, respectively. It is observed that there is an agreement between the amplitude and frequency of motion set at the FDDP and that measured by the RPM system. The results of the manually observed mechanical movements are shown in Figure 6a and b for the set and observed values of the amplitudes and frequencies, respectively. Pearson's correlation coefficient value between the set and measured values was found to be 1, and the equation of fitted straight line was y = x. Thus, the manual tests also support the accuracy of mechanical movements of the phantom. Figure 7 shows the observed motion pattern of the target, driven with amplitude and frequency of 1.5 cm and 0.2 Hz, respectively, over the period of 3 months. Table 1 shows the values and standard errors of fit parameters of the sinusoidal motion. The amplitude, frequency, and motion patterns of the phantom were reproducible over the period of observation. The motion was found reproducible for other combinations of amplitude and frequency as well. This validates the mechanical performance of the phantom.
The lengths of the targets measured on the coronal MIP image are shown in Figure 8a -c. It can be observed from these figures that the measured length of moving target agrees with TL within 1.0 mm variation. This validates the imaging performance of the in-house developed phantom.
Variation of three-dimensional displacement of phase volume with phase of motion
The variation of 3D displacement of the phase volumes (V 10 , V 20 ....., V 90 with respect to V 00 ) with the phase of motion is shown in Figure 9 for 1.0, 1.5, and 2.0 cm targets at the amplitude and frequency of 1.0 cm and 0.25 Hz, respectively. It is obvious that 3D displacement of the phase volumes with 
Impact of motion on the target displacement
The DSC between V FB and V 4D or V FB and ITV MIP along with the displacement of COM of V 4D or ITV MIP with respect to V FB are shown in Table 2 Table 2 , it can be observed that the DSC decreases as the displacement between the COM of V 4D or ITV MIP with respect to V FB increases. The DSC and displacement of COM 
dIscussIon
The validation of mechanical performance of in-house developed FDDP was carried out, and the measured values of amplitude and frequency of motion agreed with the values set on the FDDP. The phantom's motion was monitored manually before using it for the imaging studies. The accuracy and reproducibility of the motion indicate the stability of the mechanical performance of the phantom. The agreement of the target length on the MIP image with TL validates the imaging accuracy of the phantom. Therefore, the in-house developed FDDP can be used for carrying out further imaging and clinical dosimetric studies. All the tests were carried out using ideal sinusoidal breathing pattern, whereas real breathing patterns are different.
The variation of 3D displacement vector of individual phase volume with respect to 0% phase with the phase of motion is independent of the target size for the given amplitude and frequency of motion. This result is an indication of the uniform velocity of the motion of the target, driven by the stepper motors of the developed phantom. Because of uniform velocity of the motion, the target is displaced by an equal amount in equal intervals of time. Here, the intervals of the cyclic motion are sorted out by the software into different phase bins.
The COM of the contoured volumes is displaced with the imparted motion. Due to the displacement of COM, the DSC between the volumes also varies; smaller COM displacement of V 4D or ITV MIP with respect to V FB results in greater overlap between the two volumes and hence results in higher DSC values as expected. The nearly equal values of the DSC for V 4D and ITV MIP indicate large degree of overlap between the two volumes. This fact supports the past studies that ITV MIP can be used as an alternate of V 4D for target delineation. [30] conclusIons
The validation of mechanical and imaging performances and agreement with the past study gives the confidence that the FDDP has the potential to be used as a quality assurance tool for 4D imaging process in radiotherapy.
